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Abstract
The application of telemetry systems to monitor and send physiological 
functions raises a number of challenges in project development of modules 
that can enter the body with minimal intrusion, managing and amplifying 
ȱ ȱ ȱ ȱ¢ȱ ȱ ¢ǰȱ ȱ Ĵȱ ȱ ȱ ȱ
external system for data reading. Such devices can be used to monitor and 
manage the signals from patients and obtain accurate readings in noisy elec-
trical environments (such as operating rooms). The following paper shows 
an application of wireless communication systems applied to medical mea-
surement and monitoring via Bluetooth.
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Introduction
Measurements of arterial and venous pressure have 
evolved over time, from noninvasive measures perfor-
med with the sphygmometer to methods such as the 
ěȱȱȱȱ ȱȱȱȱ-
nous catheters such as cardiac catheterization and pla-
cement of Swan-Ganz catheter (SG) (Tortora et al., 2001; 
Pepine et al., 1992; Maldonado et alǯǰȱŘŖŖŞǲȱĴȱet 
al, 2009; Córdova et al., 2012). Hemodynamic monito-
ring is essential for medical evaluation of the clinical 
routine, particularly in critically ill patients and thereof. 
ǰȱȱȱȱȱȱęȱȱȱȱȱ-
ming measurements of the vascular mechanical activity 
in real time, it should be similar to catheterization eva-
luation, furthermore they should be noninvasive and 
with graphical information displayed on a screen. On 
the other hand, wireless communication between elec-
ȱȱȱ¢ȱȱ¢ȱȱȱě-
rent areas. For example, cell phones, computer net- 
works, industrial sensors and biomedical measurement 
systems, to name a few examples of these technological 
advances. Particularly, the portability of the current 
medical devices could avoid cables that currently are a 
disadvantage in hospital rooms.
A wireless system can consist of wide-area wireless 
networks (WWAN), i.e. cellular systems, wireless local 
area networks (WLAN) (IEEE 802.11a, b, g) and wire-
less personal area networks (WPAN) Bluetooth, Zigbee 
(Vijay et al., 2007). In March 1999, the working group 
was created (IEEE 802.15), which has developed com-
munication standards for wireless personal area net-
works (WPAN). In July of that year, Bluetooth was 
ȱȱȱęȱȱȱȱȱȱȱȱ
the basis for the new standard (IEEE 802.15). It was as-
sociated with the Bluetooth standard (IEEE 802.15.1) 
(Chatschik et al., 2001).
Completely wireless scenarios can be achieved due 
to the nature master-slave Bluetooth technology, where 
ȱȱȱǰȱęȱ¢ȱȱ ȱȱ-
dress 48 bits, and can be assigned as a teacher, either by 
function or user intervention. In particular, a teacher 
can connect up to seven slaves at the same time, for-
ming a piconet point-to-multipoint. A group of pico-
ǰȱȱȱȱǰȱȱȱȱȱĴǯȱȱ
ȱȱ ȱȱȱěȱȱȱȱ
wireless technology advances (Kammer et al., 2002).
Wireless communication devices and medical moni-
toring measurements are increasingly used and accep-
ȱ ¢ȱȱ ěȱ ȱ ȱ ȱ ȱ ǰȱ ȱ
well as other providers of health care around the world 
(Vijay et al., 2007; Amoore et al., 2008; Contreras et al., 
2010).
This work presents a wireless device and its poten-
tial to record biosignal of the mechanical activity and 
hemodynamics for arterial and venous biological sys-
tems, their wave shape in healthy volunteers, as well as 
the implementation of wireless communication of Blue-
tooth for viewing and registering data.
Transferring of biosignals 
There is a device developed in our laboratory (Maldo-
nado et al., 2008), called PPC (pulse pressure gauge 
heart) which bases its operation that uses the sensor 
magnetometer KMZ10 Philips, of second generation, it 
was updated in order transfer recorded biomagnetic 
signals to three potential recipients: i) smart phone, ii) 
personal computer and iii) portable device developed 
to measure the implementation. Besides wireless com-
munication the use of Bluetooth technology was imple-
mented. The biomedical signal is transferred from PPC 
ȱȱěȱȱȱȱȱ ȱȱ-
gure 1, and the block diagram in Figure 2.
The protocol of the biomeasurements demand a pa-
tient in semi-Fowler position, a magnetic marker is pla-
ced just above the blood vessel, as shown in Figure 3. 
The magnetometer from the PPC, without surface con-
Descriptores: 
Ȋ presión arterial
Ȋ sistema inalámbrico
Ȋ bluetooth
Ȋ telemetría
Resumen
ȱàȱȱȱ ·ȱȱȱ¢ȱȱ ȱęàȱ
plantea un gran número de retos en la elaboración de proyectos de módulos que 
ȱȱȱȱȱȱȱȱȱàȱÇǰȱęȱ¢ȱ
gestionando las minúsculas señales que genera el cuerpo y transmitiéndolas después 
a un sistema externo de lectura de datos. Este tipo de dispositivos puede utilizarse 
para vigilar y gestionar las señales que provienen de los pacientes y para obtener 
lecturas precisas en entornos eléctricos ruidosos (tales como las salas de operacio-
nes). En el siguiente trabajo se muestra una aplicación de un sistemas de comuni-
cación inalámbrica aplicado a la medición y monitoreo medico a través del Bluetooth.
13
Cordova-Fraga Teodoro, Gómez-Aguilar J. Francisco, Zaragoza-Zambrano José Octavio, Sosa-Aquino Modesto, Contreras-Gaytán Carlos Ricardo, Bernal-Alvarado Jesús
Ingeniería Investigación y Tecnología, volumen XV (número 1), enero-marzo 2014: 11-19 ISSN 1405-7743 FI-UNAM
tact with the magnetic marker, performs the registra-
tion of biosignal and transmits it to the Audino BT card, 
then to each recipient, as it is shown in Figure 1.
In order to have a wave shape similar to that recor-
ded with the catheterized technique, the gold standard 
technique in this kind of studies, the measurement 
needs to be carried out just on a blood vessel near to the 
heart.
This measurement is performed for 60 seconds. 
Thus, it is possible to get information on raw data or in 
some cases a data processing is performed on them.
Electronic circuit design PPC
The PPC circuit is divided into 5 stages which, together, 
¢ȱęȱȱ¢ȱŗŖȱȱȱȱȱ-
sor, and then, it can be displayed on a screen and/or 
recorded.
Ǽȱ ȱęȱȱǻȱŚǼȱȱȱȱěȱ
ǰȱ ȱ ȱ ȱ ęȱ
AD620, with a gain G = 1.8 (Eq. 1), obtained by pla-
cing a resistor, RȱƽȱśŜȱ̛ǰȱȱȱȱȱ
ȱ ȱ ęǰȱ ȱ ȱ ȱ ȱ ¢ȱ
KMZ10 in the non-inverting inputs and investment 
in this circuit.
   (1)
b)  In the second stage (Figure 5) a passive high pass 
ęȱȱŖǯřřŞȱ
£ȱȱȱŚŝȱ̛ȱȱȱȱŗŖȱΐȱ
electrolytic capacitor (Eq. 2) is included.
   (2)
49.3 1kG R
: 
1
2
 Sf RC
Figure 1. Diagram showing the 
communication of the biosignal from 
the magnetoresistor or  magnetic 
sensor, filtered and amplified by the 
microcontroller (encoder) Bluetooth to i) 
pc, ii) smart phone, and iii) LCD display
Figure 2. Block diagram
Figure 3. PPC device, the transfer signal to smart-phone is 
outlined
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c)  The third stage (Figure 6) is a fourth-order active 
ęȱ  ȱȱ ȱ ȱ ěȱ ¢ȱ ȱ ŝǯŘř
£ȱ
ȱ ȱ ŖŞŘȱ ȱ ęȱ  ȱ -
tains two OPAMP, to achieve the desired frequen-
¢ȱȱŘŘȱ̛ȱȱȱȱȱȱ 
ŗȱΐǯȱȱȱȱȱȱȱěȱ-
quency is Eq. (2).
Ǽȱ ȱȱȱǻȱŝǼǰȱȱȬȱęȱ
with a constant gain G = 101, which can be adjusted 
ȱȱ¢ȱȱ¢ȱ¢ȱȱȱěȱ¢ȱȱR = 
ŗŖŖȱ̛ȱȱȱȱŖŞŗȱǰȱȱ-
ȱ ȱ ęȱ ȱ ȱ ȱ ȱ  ȱ ȱ ȱ ȱ
data properly, otherwise it would be impossible to 
treat the signal Eq. (3).
    (3)
Figure 7. Non-inverting amplifier with gain G = 101
Ǽȱȱ ¢ǰȱȱęȱȱǻȱŞǼȱȱȱȱ ȱ
ęȱ ȱȱěȱ¢ȱȱȱƽȱřǯřŞȱ
£ǰȱȱ-
Figure 4. Differentiator of instrumentation using the op amp 
AD620
Figure 5. High pass filter to 0.338 Hz
Figure 6. Low pass filter of fourth order a 
cutoff frequency of 7.23 Hz
0
1
1001 1 1011
:     :
kRG R k
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ȱȱȱȱęȱ¢ȱ ȱȱ
ȱȱęȱȱȱȱǯȱȱRȱƽȱŚŝȱ̛ȱ-
ȱ ȱ ȱ ¢ȱ ȱ ȱ ƽȱ ŗǯŖΐȱ ȱ
ǯȱȱȱȱěȱ¢ȱǯȱǻŘǼȱ ȱ
applied, the output of this stage is used to plot the 
signal and try to send data via Bluetooth. Figure 9 
shows the complete schematic of PPC.
Figure 8. Low pass passive filter with a cutoff frequency of  
3.38 Hz
Wireless communication via Bluetooth
The wireless communication in this implemented devi-
ce is done via Bluetooth technology; multiple mobile 
devices, computers, among others, are able receive the 
transfer of biosignals through this communication pro-
tocol. The development of communication is divided 
into 4 stages, which take place with the interaction to 
view and record the signal sent by the PPC.
Ǽȱ ȱ ęȱ ȱ ȱ ȱ ȱ ȱ ȱ ȱ
Ĵǲȱȱȱȱ ȱ ȱȱ ȱ
the PPC circuit and sends it to the later stages. For 
this stage ATMEGA 328 microcontroller mounted 
on an Arduino BT was used, the microcontroller 
takes the PPC signal output through an ADC (ana-
log-digital converter) and converts the numeric 
data sent via the serial protocol and UART port that 
has the proper microcontroller, the Arduino BT was 
ȱ ȱ ȱ ȱ ȱ Ĵȱ Ȭŗǰȱ
which takes data from the microcontroller and 
ȱȱȱěȱȱǻȱŗŖǼǯ
Figure 10. Device emitting Bluetooth slave that takes the signal 
from the circuit PPC
b) The second stage consists of a laptop or a PC that acts 
as a master in the wireless communication and con-
nects to the sending device of stage one, receives the 
data sent by the Arduino BT and uses an interface 
developed in LabVIEW 2009; also, the data shows a 
ȱȱȱȱȱȱǯȱęȱȱȱ¢ǯȱ
We used the Bluetooth communication functions in 
LabVIEW therefore, almost all the control is done 
from the same software, and the system can be con-
ęȱ ȱ ȱ ȱ ŗŖŖȱ ȱ ŗŖŖŖȱ ȱ ȱ -
cond, in this study  300 samples per second were 
established (Figure 11).
Figure 11. Master device information receiver (PC), which takes 
the data sent for Arduino BT and graphical through interface 
developed with LabView software
Figure 9. Schematization of the five stages for the PPC device
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c)  The third stage consists of a mobile device that acts 
as a teacher and works exactly the same way that 
the device developed in the second stage, and in a 
similar way the interface is developed in the Lab-
VIEW software 2009. The smart phone should be 
used with a Windows Mobile operating system in 
any version (Figure 12).
Figure 12. Device receiving of information using a smartphone
d)  In the fourth stage, which is still in development, a 
device to measure has been implemented, as in the 
ęȱȱȱȱȱȱǰȱȱȱȱę-
red as a teacher, it takes the data received and dis-
played in a LCD screen for viewing and 
interpretation (Figure 13).
Figure 13. Device that receives the data and displays it on an 
LCD screen
Results
ȱȱȱ ȱȱĜ¢ȱȱȱǰȱȱȱȱ
of 1.3 Hz from a function generator was simulated. it 
performs the communication with a smart phone inter-
face to display the acquired data. In Figure 14, the Ar-
duino which sends the information to the phone or PC 
is shown.
In Figures 15 and 16 the acquired signal display on 
both, phone and/or PC (laptop) is shown.
Discussion and conclusions
Wireless Telemetry means the transmission of data 
between two machines, automatically or on demand, 
using a wireless network for monitoring and control 
purposes. Sending information to the operator in a tele-
metry system is typically performed using wireless 
communication, but can also be performed by other 
ȱǻǰȱȱ ǰȱęȱȱǰȱ
etc.). Telemetry systems receive instructions and data 
required to be operated by remote commands. This sys-
tem allows the transmission of data wirelessly to va-
rious applications of remote telemetry and remote 
operations that require providing physicians the ability 
to control, monitor, measure and remote command. A 
telemetry system usually consists of a transducer as an 
input device, a means of transmission lines as cable or 
radio waves, signal processing devices, recording devi-
ces and data visualization. The transducer converts a 
physical quantity such as temperature, pressure or vi-
Figure 14. Arduino BT, which is 
connected to the circuit of PPC, inning 
biosignal, and information sent to a smart 
phone, display or PC
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ȱȱȱȱȱȱȱĴȱȱȱ
distance for the purpose of measuring and recording.
It is concluded that the development and imple-
mentation of the system would have the potential to 
record mechanical activity from arterial (Figure 17) and 
venous, hemodynamic, by analyzing the wave amplitu-
de implementing wireless communication via Blue-
tooth for viewing and recording of data. A medical 
doctor may at any time revise the signals originated in 
monitoring a patient without being in his presence. The 
integration of common medical monitoring devices 
with wireless connectivity systems and information te-
chnology, taking advantage of cellular networks to 
transmit voice and data have emerged to provide mobi-
lity and availability of communication. Bluetooth is one 
of the technologies developed to provide wireless com-
munication in areas of personal use. The goal of Blue-
tooth is to transmit voice or data between computers or 
circuits with inexpensive radio, through a range about 
ȱ ȱ ȱ ȱ ǰȱ ȱ Ĵȱ ¢ǯȱ ȱ
ěȱ ȱ ȱ ȱ ȱ ȱ ǰȱ
material coverage, production sample variations, ante-
ȱ ęȱ ȱ Ĵ¢ȱ ǯȱ 
 ǰȱ
its use goes beyond the elimination of cables, since it is 
Ě¡ȱȱȱ ȱȱȱȱȱ-
cations.
In the cardiac catheterize lab of the highly speciali-
zed medical unit (HSMU) No.1 at the Mexican Social 
Security Institute (IMSS), printed data were obtained 
from the pressure curves recorded by catheterization in 
7 patients. Figure 18 shows one of the curves obtained 
simultaneously with the wireless communication and 
the polygraph in a cardiac catheter intervention, consi-
dered the gold standard (Córdova et al., 2012).
Figure 16. View on laptop screenFigure 15. Displaying the 1.3 Hz signal on a smart phone and 
oscilloscope
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Figure 17. Biosignal recorded on 
the carotid artery of a patient with 
the PPC device and then wireless 
transmitted to a Laptop
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Finally, the above procedure can be easily adapted 
to other electrical signals like electrocardiogram (ECG) 
or electroencephalography (EEG).
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